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' Statement of Purpose
. The purpose of this work is to construct two cooled wall
cloud simulation chambers. The swmaller 48-inch tall chamber
capable of being cooled at loégkmin and the larger 1ll2-inch tall
sl . . .
chamber capable of 15°C/min. Construction will include such
support peripherals as secondary cooling, computer control, data
acquisition, and other systems required for the operation of the
chambers. The chambers will be incorporated into the existingx?MR—
cloud simulation facility. .
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INTRODUCTION

During the contract period work has been performed on three
different cooled wall expansion cloud chambers. Initially
scientific studies were to be carried out using the original
chamber (Préto I) while construction of the larger new chamber
(Romulus) was under way. Early in the work it was determined that
Proto- I as it then existed could not be effectively used for any
further studies, and a decision was made to abandon it. At the
same time it was decided to use as much equipment as possible from
Proto I and build an improved version (Proto II) using the same
basic d:imensions.

Proto II is currently operational and the Romulus chamber is
mechanically ready for operation in a 48 inch tall configuration.
Work on the temperature sensing and control system for’the Romulus
chamber is continuing with materials already on hand.

The operational response of the Proto II chamber has been as
good or better than originally estimated in terms of wall control.

There is. every reason to believe the Romulus chamber will be as

successful,
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. PROTO I CHAMBER S

! LY
The initial intent was to utilize the then existing Proto I o)

cooled wall cloud chamber to conduct some of the simpler Res
Yo
scientific studies while the larger more versatile Romulus chamber
was under construction. Also any additional engineering data
concerning chamber operating characteristics would be used to

improveé the Romulus design.

The Proto I chamber was a 10 sided right cylinder with a

3%
e & K 23
e

nominal inside diameter of 18 inches and an interior height of 24 b

i
inches. Wall construction consisted of a segmented inner wall of “ %
0.25 inch thick black hard anodized aluminum plates held to 3 inch 2§

Pl

.
(LI O R

thick aluminum outer walls by a matrix of studs screwed into blind

o ]
N

holes in the inner wall plates and extending through the outer .
walls., Thermoelectric cooling modules (TEM's) were ciamped in the R
region between the inner and outer walls and used to control the
temperature of the inner wall by pumping heat between it and the
outer wall as required. Liquid cooling passages in the outer wall
plates requlated their temperature permitting them to act as heat

sinks for the TEM's,

The outer walls consisted of circular plates for the top and

>
-

bottom sections with the side walls made in 10 separate pieces

. ba®

which were bolted together. 1In practice this design presented

several problems with chamber sealing and temperature uniformity.

The electrical grouping and control of the individual TEM's

varied over the life of the chamber beginning with a single
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temperature control sensor in the chamber inner wall ard all the
TEM's wired in series to a single programmable analog power
supply. This severely limited the maximum cooling raées to
typically less thén i°*C/min., Later wgrk grouped the TEM's into 28
sets, with the TEM's of eachi set wired in series and the sets in
parallel to a single high power programmable supply. This
increased attainable cooling rates but degraded chamber
temperature uniformity due to variations in response of the
different sets of TEM's, The final configuration utilized a
separate temperature sensor, analog control circuit and
programmable powér supply for each of the 28 sets of TEM's. This
provided the best combination of temperature uniformity and
maximum cooling rate of 10°C/min.

As the Proto I chamber wés pushed to larger expansions and
faster cooling rates several problems surfaced. The large (2 inch
diameter) uncooled sample ports in the center of both the top and
bottom plates of the chamber created a continuous updraft through
the central viewing volume. Several attempts were made to provide
active temperature control for the interior surfaces of the ports
with little, if ény, success, In addition to the motion imparted
to the cloud, the local heating indicated by the ﬁpdraft
immediately cast doubt on the accuracy of our knowledge of the
environmental parameters of the sample being studied.

The problem of the uncooled sample ports might have been
dealt with, however the failure of several sections of

thermoelectric cooling modules (TEM's) as the chamber was operated
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at higher cooling rates began to make temperature control of the

3

. interior wall surface a very questionable, Analysis of the

L

. . ca s 3 ‘

apparent causes and effects uweemed to indicate that the silicone 33
4 N

potting compound which had been used to encapsulate the TEM's vy

g

during the early attempts to seal the chamber was mechanically

tearing the TEM's apart as it expanded due to heating interval in
2

T

TEM's I“R loses when operated.- at high power levels. Inspection of

the damaged sections during disassembly of the Proto I chamber

verified this analysis.

L E
’
S

L'l ! 3
"r"g 5.. H

LI TN |

NP il

Late in the first year of the project the decision was made

.

to abandon any further attemits to utilize the Proto I chamber.

At the same time it was dec¢-2>d to use the parts on hand for a

%p Vet

second set of sidewall plate. to build an improved version of the
Proto I chamber (Proto II) ani incorporate as many of thg
improvements planned for the Rumulus chamber as feasible. The new
chamber would provide experience with some of the new techniques
on a smaller scale before they were applied to the Romulus
chamber. An example was the decision to use the new programmable

switching power supplies being designed and built for Romulus, but

to remain with the analog type control system of Proto I instead

of the digital control §;anned for use with the Romulus chamber,

*
5
&
e
haly
}—.
..

»
«
o
>
-
2
Ny
-

Also it was felt that the new chamber would prove scientificly
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useful in its own right with a shorter construction time, lower
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operating costs and the segmented sidewall design permitting the
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more efficient modification to accommodate specialized ports or

X

equipment for individual experiments.
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PROTO II .CHAMBER

Once the decision to rebuild the prototype chamber was made
design modifications were considered in order to correct the
problems encountered with the Proto I chamber. It should be kept
in mind that the basic cooled wall design consists of
thermoelectric cooling modules (TEM's) sandwiched between a
relatively thin inner wall and a thick outer wall which acts as a
liquid thermostated heat sink as well as a structural chamber
wall., Temperature control of the interior chamber surface is
maintained by using the TEM's to pump heat between‘the inner wall

and the outer heat sink as regquired.

The problem of the uncooled sample ports located in the ;

center of the top and bottom plates was solved in a relatively

T
Y e! ;;, N

straight-forward manner. The single large port in each of the two

LA
)

AR Y
Trf
"’ “ l’ s

plates was replaced by a large number (164) of small ports

Nl ll
P,

distributed over the entire interior surface of the plate. These

proTy
OALN

ports are sufficiently small that they can be located in the area

B

————
RN
Y §

O BT RS

between TEM's {(which alsc provides space for the studs used to

T

clamp the inner wall and the heat sink together). This allows the

o
s o

TEM's to be laid out in a uniform pattern over the entire surface

- l'

P e e Pt
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of the plate.
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Lines from the small individual ports are collected at either

-
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the inlet manifold (top plate) or the outlet manifold (bottom
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plate). ‘'The manifolds also contain the actual inlet and outlet

valves and: zre part of the expansion volume when the chamber is
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operating. The distributed inlet-cutlet system also has the
additional advantage of helping to insure a uniform flushing of
the chamber during cleaning or sample introduction.

Since the change in inlet-outlet port design required
remaking the top and bottom heat sinks, this opportunity was used
to alter the overall shape from circular to rectangular.
Experience with the Proto I chamber had shown that trying to cool
only thdat part of the top or bottom plate surface which was inside
the expansion volume resulted in uncooled corners where the top
and bottom met the side walls. The modified design provided for
cooling the entire surface of the top anq bottom plates so that
the cooled inner wall plates extended beyond the junction with the
side walls. This proved to produce a more uniform temperature
across the interior surface of the top and bottom and standardized
both the shape of the inner wall plates and TEM configuration,

The second major change involved the elimination of the
siiiconeApotting compound from the region of the TEM's.

Experience with the Proto I chamber had shown that the uée of a
stud on all four sides of every TEM as recommended by the supplier
represented an unnecessary overdesign for our application. By
reconfiguring a reduced number of studs it was possible to remove
them from the area along the edge of the plate. This then
permitted the use of a gasket to seal around the TEM's, and
between the inner wall plate and the heat sink.

Preliminary design work for the Romulus chamber had developed

an improved design for the inner wall plate. This consisted of
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using a sheet of adhesive to bond two aluminum plates into a
single composite plate, and provided several advantages., First

the increased thermal resistance of the thin adhesive bond

: restricted heat flow and produced an enhanced smoothing effect on :ﬁ
the temperature profiles across the interior face of the plate. és
The smoothing is required bhecause of the nonuniform removal of §§
heat from the plate, which in turn arises from the fact that the ;é
32 individual TEM's under a single plate do not touch each other. %%
Analysis indicated the laminated design should provide the same %ﬁ
smoothing effect as a solid aluminum plate one inch thick but 3&
without the unweildy thermal mass (heat capacity) of the thick fﬁ

plate. The design also permits the use of inserts to increase the
length of thread engagement between the plate and studs; this had
been a minor problem with the Proto I chamber.

As a final test of the design, a test plate using the new

design was constructed and mounted on one of the sidewall heat

sink sections from the Proto I chamber which had been modified to

L

it
L
I,

accept the altered stud pattern. A series of cooling tests using
sheets of temperature sensitive liquid crystals was performed and
verified that the laminated design would provide adequate

temperature smoothiug across the gap between individual TEM's at

the highest cooling -ates. The test results showed tha: while

adequate smocthing was achieved across the gap between TEM's, the
removal of the silicone potting compound had reduced the reverse
heat flow from the heat sink to the inner wall plate and revealed

an“bvg;all temperature nonuniformity along both axes of the
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rectangular plates. When this was discovered a more extensive
series of tests using surface transistor thermometer sensors was

undertaken to determine both the source of the problem and a.-

solution,

As data was collected it became apparent that a: least two
different effects were being observed. The first was the_overall
temperature variation where the edges of the plate cooled slower

than its central region. This effect was noted to be dependent on

¥
§

A
el ge,

the cooling rate with differences increasing for faster cooling

Tt
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rates. Further studies were carried out to insure that the effect

., ¥

d ~ 0
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was not due to nununiformities in the heat sink temperature or

O,
Pl

interaction with adjacent inner wall plates. It was finally

X
P
r

-
~,
L ]

concluded that this particular effect was due to variations in the

amount of inner wall plate cooled by the TEM's in the center of

2RE

. ry
.I :. l'..'
Sl

the 4 by 8 array compared to that cooled by those along the edge,. EL

After several months of study and testing it was determined that

ety

ST
»
DN

since the locations of the TEM's within the array were such a
basic factor in the overall design any significant movement of
their location was not feasible; therefore the excess material
associated with the outer TEM's should be eliminated by a shallow
bevel around the edge of the plate on the interior face. This
proved to be a satisfactory solvtion.

During these tests a second effect was discovered in which
the plate temperature measured over adjacent TEM's varied in what

{e
appeared to be a random manner. While measurements were y

repeatable for a given assembly, thers was no observable
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correlation with location on the plate or from one plate and TEM

i

OISR N

. set to the next. Again after several months of study the effect ﬁ§§

g was traced to variations in the cooling éff:ciency of individual ?éi
é TEM's due to variations in the clamping force applied to them. §g§
E These force variations were then traced to small differences in ' ?&%
; the heights of adjacent TEM's under the same inner wall plate. ?é%
E Tests showed that excellent temperature uniformity would be ?gf
g secured by requiring all TEM's purchased to be the same height to E%;
é within the 0,0001 inch tolerance or less. This however was a 5§§
é probibitively expensive solution to the problem. However, the _Egg
% large number (7500+) of TEM's required did permit specifying a g?§
x realistic height tolerance of + 0.002 inches. Then the units é;;

would be grouped into sets with the closer tolerance for use under ﬁgﬂ

f a single platz., Plate-to-plate height variations had no @&i

E measurable effect on temperature. E*é

To measure the large number of TEMs a semiautomated gaging

station was developed. As each unit was placed in the gaging jig

and the measuring head brought down against it, the NOVA 840

Sy
H
v

«
’

-y

g
a’e

CRAN
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control computer read 5 precision linear position transducers, i

v

calculated the effective thickness and stored the results together

T2l

L I

et
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with the unit serial number, Once all the units had been

. G e
L "

measured, a processing program was used to select those sets of

AT
A
A AR

TEM's with matched heights to be used under each individual plate.
Once selected the program automatically removed a unit from the
source file to prevent selection for use in more than one set.

The completion of the tests on wall temperature uniformity
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together with TEM specification, purchasing and gaging took place

‘l
[BA
¥

during the latter half of :he second year of the project, Final

S

temperature tests optimized the bevel design. Approximately the §§
N L%

same time machining of the new top and bottom heat sinks was Eﬁ
completed. The heat sinks for the first side wall ring were also ?é
NG

;eady. Lamination of the inner wall plates for the Proto II ?ﬁ
B

chamber was started once acceptable solutions to the temperature

Eoa Baiua €7

uniformity proolems had been determined. Machining of the second

o _eire >
2rdelrll ; :

set of side wall heat sinks was also started. . E%

The extensive manifolding required for both the secondary §§
cooling (heat sink liquid flow) and expansion systems of the %é
Romulus chamber had led us to ‘investigate the use of molded ﬁﬁ
polymer pafts.' ﬁnfortunaéely while the quantities required were ) Eﬂ
large ' enough to preclude individual machining from solid or ;;
standard shapes, they were not large enough interest outside s
vendors, Therefore we used fiberglass reinforced casting epoxy,

which permitted the use of relatively simple open molds and which

Ol vy ¢4
3 '1?E-{ N n
Tt 2, x\".“’.-'lv

~

could be handled by student workers, During the first half of the

TR
L » R
llx

i
S

second year molds for the cooling manifolds needed on the Pucte II

] Y

chamber were developed and production started. The manifolds were

7
-t

L 4
A

letpey

ready at the time the heat sinks were complete in the latter half

S——
't
et

Y
<

of the second year. This permitted the system to be assembled and

- leak tested. e
Temperature uniformity tests also demonstrated that rather ég

" tight restrictions had to be imposed on the thermal conductivity ;%
in the sealing gasket between the inner Qall plate and the heat ;
&
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' sink., In earlier work a gasket molded from a RTV silicone rubber

. had been developed which provided an acceptahle seal; however the %

4 "
high thermal conductivity caused an unacceptable increase in plate }é

N

é l(;‘
e daaly's

temperature around the edges. Various inhouse procedures were

38

tested., We found no external supplier willing to develop a gasket
with the required sealing and thermal characteristics. Finally
near the middle of the second year an inhouse procedure using a
foam in place polymer (Eccofoam-Sil by Emerson & Cumings) was
developed which did produce an acceptable gasket. The procedure
was slow and produced a high number of rejects, but it premitted
the overall work to proceed.

During the third year fabrication of the inner wall plates
for the Proto II chamber including the bev;ling and black hard
coat anodizing was completed. After the first set of plates. was
ready, and sufficient sets of TEM's had been selected and
electrically wired into series sets, the inner wall plates, TEM's,
and gaskets were assembled and fastened to the top and bottom heat

sinks and one set of side wall heat sinks. The sections were. then

assembled in their £final configuration for a 24 inch tall chamber. fied
. x
Once the individual sections had been assembled as a chamber, work ;f

on the final design and testing of the intersectional seals was

initiated. The final design uses a combination of O-ring cord and

x

’i'~ TR
g" . v € ‘4o
PR DR R

RTV silicone rubber to sea’ between the individual side wall

T
Loy
v e’ N,

sections and a gasket cut from a closed cell polyurethane foam

v ;
Je o

.

sheet to seal between the side walls and both the top and bottom

t N
e

2|

e IpitcTy

sections. The grooves formed by the beveling of the inner wall
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-plates on the top and bottom sections were filled with the RTV

where they meet the side wall sections, providing a level surface
for the gasket to seal against.

With the basic parts for the Proto II chamber assembled,
final design, construction and installation of both the sample
inlet-outlet system and the secondary cooling system could be
carried out, At the same time parts from the Proto I chamber were
modified for the external plumbing of the expansion system and
installed on the Proto II chamber. Final layout of these systems
had been delayed until this time due to the close interweaving of
their physical locations. Coordination of their layout greatly
simplified the overall task. ‘

While work continued on the 24 inch version of the chamber,
machining, lapping of the TEM mounting surface, and anéaiifhéwcf
the second set of side wall heat sinks was completed. The
remaining sets of TEM's required for these sections were selected
and prewired for mounting together with the finished inner wall
plates, It was at this point, approximately midway through the
third year, that we tried to order additional Eccofoam-Sil for the
additional gaskets required and were informed that production had
been permanently discontinued. This meant that an immediate
search for a substitute material and/or gasket design had to be
initiated which continued into the early part of the fourth Qear.
At this time an outside vendor was found who was willing and able
to supply die-cut sponge gaskets with the required sealing and

thermal characteristics in the quantities needed (and for a
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reasonable price). ‘e 3
During. the third year we reorganized and enlarged the control RSN

and data .acqguisition equipment console to provide additional space

for equipment for the Romulus chamber. The reorganization was &ﬁﬂ
also used tc group the equipment for the Proto II chamber into a %éé
single logical grouping. ??g

Near the end of the third year work on the cabinets and Egg
wireways for the wain TEM power supplies and wiring had reached %gé
the point that thé main power leads could be run to the Proto II :g?
chaﬁber. A series of thermal response tests were performed to gi
collect design data fur use in designing the analog controllers %ﬁ
for the Proto II wall temperature control., 1Initial results : éé;
indicated the need to design several different controller circuits %E
for use wiph different areas of the chamber wall. We éreferred to E;
have a single design which could work on any control section of . 5;2

the chamber; therefore an investigation of the cause of the
variations was initiated and fortunatély the problem turned out to
be very simple. The differences all occurred on the top and
bottom sections and were traced to variations in the heat load

transferred from the side wall heat sinks to the top and bottom

» .
\

»
YR M T

section inner wall plates where they meet at the gasket seal. The

D)
3
. a

v
r:x-.-

simple solution consisted of increasing the thickness of the

>
X

gasket and hence its thermal resistance. This was carried out g;
and a single controller design became feasible for all control E%
points. ’ gi

Farly in the fourth year the Proto II chamber was KZ
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disassembled so that openings for the windows could be machined in ?ﬁ

. three of the side wall sections. At the same time the E;%
Eccofoam-Sil gaskets were replaced with the new sponge gaskets and éé

the chamber reassembled in the 24 inch configuration. The S%
pressure transducer and electronics from the Proto I chamber were Eﬁ

i

i mounted, calibrated and tested. The digital expansion valve was

)
. P T
!

used during the final chamber pressure tests to verify the seals.
Construction of the three cooled windows for the Proto II

chamber was completed and the windows installed. Additional

pressure tests showed the windows to be sealed. Open loop
temperature tests of the windows demonstrated that they were
capable of cooling rates as high as the maximum for the chambéra
Once the windows were installed the optical systems from the
Proto I chamber were modified and reassembled. Tﬁe fiash
photography system was further modified so that it uses the same

lamp and energy storage system as for the Romulus chamber.

By the middle of the fourth year the computer software 2

developed for the NOVA 840 control and data acquisition computer 3

had been converted from the Proto I chamber to the Proto II

;.
~ g ¥
fae"

chamber., Modification of the primary analysis and data print out v

-
ey

N
e
r3

programs was also completed and tested. The computer cloud model

-

XA

%ﬁ
b
used for generating the temperature and pressure vs time profile 53
g
necessary for chamber control was transferred from the ol
o
university's central main frame computer to the Center's NOVA 3 s
o
e

minicomputer, This provides a faster turn-around when additional

profiles are needed and with the data link between the NOVA 3 and
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840 the files can be transferred directly between computers. The [

latter point became particularily important when the size of the

YT oNY

profile matrix was increased from 3 x 121 to 3 x 1001 elements,

As the fourth year ended and the fifth year began,

construction and installation of the wall temperature controllers

T T T T

was comnpleted. Thermometer sensors were constructed and

s

3

calibrated to operate the 40 control points of the 24 inch chamber
and enough programmable switching power supplies were finished to
power the required TEM's. The required safety and emergency shut
down circuits for the power supplies had been installed. The zero

and gain of the individual wall temperature controllers had been

R

’ set prior to their installation and all was ready for the ,é

3%

e
CHAN

v
o 55
22 L)

operational tests of the Proto II chamber.

x

S

In order to limit power dissipation during the tests, only

ey

. . o]

one transformer was turned on at a time. The 24 inch chamber ﬁﬁ
&K

b

requires two of the nine power transformers. When the first full iﬁ

set of 10 power supplies were turned on together it was found that

T T
3 vy
e
P

the system had sufficient noise in the control loop to cause

“um
(e

stability problems. The search for the scurce of the noise

BEACNY
!

,f.vf?
~
Y

[

disclosed several undocumented grounds in the computer data

A

acquisition circuity which produced ground loop paths between the

34
LR Y

PPV

EY

E

controllers, power supplies and thermometers. Since removal of

those grounds in the computer would involve extensive development ;{
and construction time, optical isolation units were added to the ;;
o
I,
individual controller boards to provide isolation in the signal 3
line between the controllers and power supplies and thereby break Qf
~d
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the ground loops. This modification improved the operation of the
chamber significantly, but it was still unstable.

In trving to analyze the problem even after several
additional sources of ground loops were located'and eliminated it
was obvious that we were still dealing with several simultaneous
causes-effect pairs which confounded solutions to the problems.
The first cause and effect to be isolated was a quasi-per{odic
offset in a thermometer reading’followed by a return to the
initial reading. The cause was finally traced to .an interaction
between the RF noise produced by the high frequency switching
power supplies and the closed loop timé constant of the control
system. Slowing the response time of the power supplies
alleviated the problem without degrading the operation of the
system, '

A second problem was traced to certain individual thermometer
sensors which became noisy when exposed to the RF environment
which was generated by the surrounding TEM's being driven by the
switching power supplies. These sensors were replaed or used in
less critical and quieter locations.

A third problem was traced to the reference voltage power
supplies within the transistor thermometer electrcnics. These
voltages were showing shifts and spikes in response not only to
the RF of the switching power supplies, but also due to
interaction with other equipment such as the A/D system of the
data acquisition computer, This problem required redesigning and

rebuilding the affected power supplies as well as noise hardening
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other electronics within the thermometry system,

The fourth problem proved to be the most formidible to trace
but the simplest to remedy once the source was isolated. The
effect was a change in the thermometer readings which appeared to
have some correlation with the total power level of the switching
power supplies when‘they ware operatiﬁg at high levels. The
effect of a particular power supply operating =2t high power varied
from one control loop to another. The problem was finally traced
to the transistor thermoncter sensors acting as diodes and
rectifying the RF noise from the switching power supplies. The
effect had a positive feedback component since the offset in
thermometer reading caused the power supply to increase power to
bring the reading back to the set point which in turn caused a
further change in the thermometer reading. A simple filter
capacitor across the senscr leads proved an effective solution.
At this point the chamber control was acceptable and operational
tests could be continued.

Operational Tests of Proto 1I

Pressure Control - The first areas tested once the Proto II

chamber became operational were the pressure and wall temperature
controls. The pressure transducer was recalibrated using the two
precision (+0.91%) dead weight pressure gauges., One of the dead

weight gauges is also used to provide a stable reference pressure
for the differen£ial transducer during operation. The resclution

4

of the pressure measuring system is one part- in 10" with an

accuracy of 5 parts in 104. During normal operation the pressure
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M

) transducer voltage is read by the computer using a 16-bit high el
\ speed A/D and the pressure is then calculated from a least squares Eﬁj
- b

. . . . ’ co s =ik

polynominal fit to the calibration data. (The current fit is a A

- b

e

cubic.) The system reads the pressure and recalculates the A

. ;Jhrnl

required setting of the digital valve once @ach second and is B

capable of recovering from any ahrupt but continuous chandés in g

desired pressure within approximately two update periods. The- RMS

pressure error for a linear expansion of 5°C/min cooling rate is

typically 0.004 psi and 0.0095 psi for 10°C/min., " In bokh .cases

the error includes the transition from the initial constant

pressure mode to full expansion; thence from full expansion to a _

constant pressure mode at the final desired pressure. =

Wall Temperature Control - Settling time for the résponsé -of _ _

the wall temperature control to a step change of 1°C-in the -

desired temperature is approximately 30 seconds. RMS value of the

error of the 39 measured wall temperatures about theif‘meaniis
normally less than 0.05°C and typically less than 0¢0256¢xWEenrthef:“
system is controlling at a constant temperature, The spread in

wall temperature does increase when the chamber is undergoing

changes in temperature due to variations in the response of the -
individual control loops. The error in mean chamber temperature «
compared to the desired temperature can be as much as 0.35°C

during the transition from a constant temperature mode to a

maximum cooling rate of 10°C/min due to the thermal inertia of the

walls. A similar overshoot is observed following the transition

from cooling to constant temperature mode at the end of a typical T E
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‘expansion. After thé initial transient overshoot the offset ae
-~ s - . - L - bzdiende

T
I

1y
e

typically xeduces to 1385 than 0.125°C with smaller offsets or

slower cooling rates; -.Observed temperature fluctuations fo. o

PSR
o
e
, a l"

single temperature sensor as a function of time are normally less 2y

than 0.005°7 and typically 0.102°C over -3 5 minute period.

% Initial*teiis of dynamic respenze show that the chamber is e
i - N
3 B R
é capable of followmg a smusoxdal temperat:ure -nput of 1°C peak *to A
g, peak.amplltu&e and 60 second d,“.A trade~off is possxble 723
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~ » Initial Cloud‘FQrmlng Equw5101s = mhe 1:5% cloud formlng

‘*uhe usé or 0 QS

expan51ons with the Prctd\f :é

»m1Cton dlame;er aac- moned;qnérgod aerosol as cloua 4o deﬁsatiéﬁ

nuclei (CCN). Ihrtxai\resurts wafE— omeWﬁat.yariab;e when

compared to the c;oud model predictzens. Ccmparlaon of,ihe aeésag

eloud arrival time to that préélcted showeu very littlé'f“:fu’ - - o
repeatability. This problem was traged to alteration of the - B
initial vapor content of the chamber by the. polymer tubing used in ;;%
h £9,750
the sample inlet and outlet system. This tubing has been replaced Tf%%
) : oy
by a fluorocarbpn tubi:g ‘which does not absorb moisture. ‘ §§§
. : ) T
The étabili;Y’bf tﬁe\clé_é formed seemed, a3 one would ?3?
- .. - el
ant *q1§ate, to ha é a definite dorrelation with the degreé of i E?%
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and the concentration assumed in the generation of the control :ﬁi
profile. L'Evrg

During these tests the 4° Mie scattering system from the Lt
Proto I chamber had been used to observe the droplet growth. The il.
drops can normally be tracked from approximately 0.7 micron radius 517
to about 12-15 micron radius. The upper limit varies because it B

is limited more by chamber turbulance than drop growth effects. N

One particularly stable cloud permitted following the drop growth s
to 20 micron radius. . o

Dry Expansions - During the last six months of the contract Lo s

period additional operational tests have been carried out.
Because the air motion in the center of the chamber could only be
observed on the video monitor once the cloud formed, the question
-of chamber turbulance prior to cloud formation still remained
unanswered., Iﬁ was therefore decided to use 2.0é micron diameter

latex spheres in a dry chamber to observe air currents in the

chamber in the absence of condensation. 1Initial studies empioyed

a simple profile in which there was an initial 15 second period,

Ty,

during which the temperature and pressure were held at their

initial values, while a complete set of chamber data was taken. A

","d

J
XN

5

()

segment of sine wave with a 20 second period was then used to

"roll off" into a 5°C/min cooling ramp; this was then followed by

Wisds

another sine wave segment which rolled out into a constant

temperature énd pressure mode at the final temperature. Chamber

L P i,

A

AR

temperature ranged from 20°C to 10.3°C.

Ohservation of the motion of the latex spheres after the
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chamber was sealed and held at a constant temperature ané pressure

VY TNy
Su 25l Y5 Y
o
A b oA, &R

showed a general decrease. After (at most) 10 minutes, motion in

l" g &=
l' "
251

the central observation volume (which is a horizontal cylinder %§

appromately 1 cm in diameter by 3 cn long defined by the length of gg

laser beam visible to the video monitor) had slowed to speeds of zé;

mm's/sec or less. The direction of motion while. being somewhat g%

random does show a preference for either right to left or bottom Eg

to top with occasional periods of zero motion. Several checks %3

were made to insure that the presence of the high energy laser (1 §§

watt beam energy) was not inducing the motion. This was done by gﬁ

comparing motion with the laser beam continuously in the chamber %ﬁ

compared to that'when the beam was blocked except for those short §§

periods when observations were actually being made. No difference %gi

o

could be observed in the two cases. %ﬁ

Observation of the latex spheres during an expansion revealed %%

motions which could very easily be correlated with chamber Eg

3’, operation, Due to the size of the total computer control program A
§ it has been divided into four separate programs, each of which is éﬁ
é : automatically called by its predecesscr. One transition point g;
% occurs between the stilling period and the actual expansion, and i:
even though active control of the wall temperature is maintained ég

)
35T,
l!:(

e et
¥

during the program transition, the pressure’control seals the

2 o:'
Towls

Talala

chamber for a period of 5-10 seconds during that transition.

Sttt i
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Observation of the latex spheres during and immediately following

this period showed no change in motion. As the expansion

e

proceeded a downward motion of the particles began peaking at a
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speed of 2-3 cm/s then gradually decreasing to motion similar to g
that observed prior to the start of the expansion., Later an :
upward motion began again peaking at a speed of 2~-3 cm/s followed
by a decrease to the initial levels of motion. Several expansions
with the same control profile and initial conditions were carried
out with repeatable results. During these expansions it was
possible to show that the downward motion began approximately
eight seconds after the start of the actual wall cooling and

corresponded t¢ the peak in the error (mismatch) of the actual

wall temperature (due %o the thermal inertia of the wall during 2
the inital transition) compared to the desired wall temperature .
At this time the actual wall temperature is in £fact higher than
that desired., Since the gas temperature is controlled by the
expansion which has virtually zero time lag; the gas temperature
corresponds very closely to the desired temperature, Thus the
temperature mismatch results in a warming of the gas near the wall
resulting in a large single convection cell with the warmed gas at
the wall rising and the return downdraft appearing in the center
of the chamber,

The later updraft corrasponds to the actual wall temperature
overshooting the desired tz.perature profile and decreasing below
the gas temperature. The lower wall temperature causes a cooling
of =-he gas near the wall with a resulting downdraft at the walls
and a return updraft in the center of the chamber as observed.

The sensitivity of the gas motion to mismatches between

actual wall and gas temperatures makes it imperative to decrease
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both the maximum and average error between the gas and wall

)
-
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e
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temperatures, Four wall thermometers were selected to be read at

one second intervals in addition to the normal reading of all the

thermometers at less frequent intervals. A post expansion program
was developed to average the four thermometers and then a linear
j extrapolation was used to determine an effective actual chamber

temperature at each of the 1001 times corresponding to a point in

the control profile. The actual chamber temperature is then
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compared to the desired profile wall temperature and the error
determined. The error is then used to correct the profile
temperature at a point 5 seconds before the error actually

occurred. In this way an anticipation capability is built into

the control profile to compensate for the large thermal inertia of

TR

the wall, After the initial correctioﬁ to the original profile
the new profile is used to operate the chamber and a new set of
data taken and the correction procedure repeated. After the third
iteration the resulting errors are normally less than 0.07°C for

the peak error and 0.04°C for the RMS error.

When the chamber is operated using a corrected control
profile it is impossible to correlate any changes in the motion of
the latex spheres due to any cooling of expansion activity of the
chamber. Motion type and levels remain virtually constant
throughout an expansion with cooling rates as high as 10°C/min.

Vet Runs ~ Once the profile correction procedure had been

developed and tested on the dry chamber it was decided to mix the

latex spheres with a wet NaCl aerosol sample to observe motion
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during the beginning of the cloud formation. We first attempted
to use a NaCl concentration of 500 CCN/cm3; héwever after two
expansions in which the observed cloud density was estimated to be
several times the aerosol input concentration, additional
measurements of the total aerosol concentration were made using
samples'taken from the chamber just prior to closing. It was

. discovered that the atomizer used to disperse the latex sphere
solution was also producing sufficient CCN to result in
concentration of 2000 CCN/cn}3 in. the chamber! Once *he true
concentration of CCN was known the observed particle motion in the
chamber during the expansion could be explained.

Since the addition of a significant volume of air of unknown
vapor content occurred when the iatex spheces were added to the
sample, our knowledge of the total sample vapor content was not
adequate to attempt a realistic numerical modeling of the
expansion., Therefore a dry adiabatic profile was used with the
understanding that any condensation would produce latent heat
which had not been accounted for, and hence an updraft in the
central viewing volume was to be expected. The guestion of
interest was: when would this begin relative to the time of cloud
formation?

Motion of the latex spheres followed the same pattern as in
the dry adiabatic expansions until the relative humidity
approached 100%, at which time an upward motion started in the
central viewing volume and gradually increased in speed until

cloud formation when there was a sudden additional increase in
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speed. The relative humidity as a function of time was estimated
after the fact using the cloud formation as a reference point. A
crude calculation of the warming effect due to the latent heat

3

released by a concentration of 2500 CCN/cm” growing through the

haze region indicates that this could very well be tne driving
force for the observed pre-cloud mot%on of the spheres.

It is our current belief that most of the motion observed in
the chamber during the wet NaCl cloud-forming expansions can be

atctributed to differences in the aerosol concentration assumed in

the numerical cloud model to generate the initial control profile .

and the concentration of aerosol actually in the chamber when the
expansion is performed. It is felt that we are currently
underestimating both aerosol and cloud drop concentrations.
Additional calibration work is planned for the aerosol
measurements. Cloud drop concentrations at present are visual
estimates made from the video monitor. A family of control
profiles having the same temperature profile but'varying the
assumed aerosol concentration have been gederated and corrected
for thermal inertia. This will permit the aépropriate profile to
be entered after the actual aerosol concentration in the chamber

has been measured,
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ROMULUS CHAMBER MECHANICAL CONSTRUCTION

During the first year of work we made a final evaluation of
the cost trade-offs involved in use of an outside vendor for the
major machine work verses having the work done in the
University's central machine shop. The second choice had the
advantage of being able to maintain close day to day supervision
of the work ahd provide immediate response to any questions or
problems. However it had the disadvantage of requiring upgrading
of the central shops capabilities to include a milling machine
large enough to handle the side wall heat sink cylinders, a gun
drili for the cylinder fluid cooling passages, and a CNC milling
machine for the large number of repetitive machining operations

involved. )

Early in the year an extensive search was made to locate an
external machine shop able and willing to accept the project.
While one or two shops were located they either refused to give a
firm total cost which University purchasing regulations require
or tha cost given was prohibitively high compared to the
projected in-house cost. During the latter part of the first
year the decision to do the machine work in-house was finalized
and steps taken to acquire the equipment required to upgrade the
University central machine shop and provide the necessary
capabilities. Full capabilities were not achieved until wejl
into the second year of work.

Early in the second year building modifications required for
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28
the Romulus chamber were completed. These included replacing a ,
section of the floor with an isolated reinforced concrete pad as
a foundation for the chamber and a set of trap doors in the
'ceiling to permit its assembly to full height.

During the latter half of the second year design and
corstruction of the molds for casting the cooling and expansion
manifolds for the Romulus chamber was ;ompleted and prototype
manifolds were available for testing. During this same period
machining was started on the top and bottom heat sinks for the

Romulus chamber.

N ) ~

During the third year machlne wonk on the “top: and bottom 5
section heat sinks was completed and lapplng for the TEM surface
finished., With the comoletlon of the upqradlng of the central

machine shop, machlnlng work on the large cyL&nders for the 51d°

wall heat sinks could be‘Started ana By the end of the year all

nine had been machlned to shape =xcept for the flnal surfac1ng of

the bottom end. Gun drilling of ‘the long vertlcal coollng R
passages had also been completed and the locatlon of both the top gg

0y
and bottom of each hole checked to detérmine drift., Of the 864 g%
noles only obe hOIe-onregch:of 6 cyliﬁderé had drifted far enough [;
to require correction. In each cage the location of the hole was i

- at the edge of the weld left by the rolling andiweiding of the

original plates to form the cylinders. Four of the cylinder b

o 2”
[t

reqqired<shifting one verttcal column of inner wall plate stud

ber 2y 7 )
- * L,
SN sty |

holes 0.25 inches toward the center of the affected flat and thé

e
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dther two requited one corner studhole to be drilled at a 5°
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' . . o
angle to the surface normal. At this point the individual inner N

wall plates had only been machined to size and surfaced to 3§ﬁ

R

thickness so a small set was set aside to be drilled with a stud §$§

NI

a1

pattern for the four modified cylinder flats; a single plate Q@E

design fit ail four flats. With these changes, drilling could %ké

et

proceed for the stud thread inserts. This was the last step &kﬁ

ot

before laminating the two component pieces together to form the g&;

o

‘ : T

composite corner wall plate. The lamihation was done with ﬁﬁ;

student labor and consequently averaged only 3-4 plates per week, 'ﬁ%

o

but this was still rapid enough so that other work was not held iﬁ

up (even though work continued into the fourth year). After the
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temperature uniformity tests on the inner wall plates of Proto II

v 4
L]
VL
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were completed, the design for the Romulus chamber was tested.

d
«
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As the design explicitly incorporated the concept of associating

v
N
)
¥

L)

P

an equal mass of inner wall plate with each TEM under the plate,

.

R

S e
T TR

there was no reed to level the plate edges as was done in the

v

555.,

Proto II chamber.

o~
2
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Work continued- on the support equipment. The ceiling hoist

T

Pyt s

was constructed and instalied in the aerosol laboratory. It can o

be moved over the trap doors directly above the chamber location, -

<yt

3
]

3

and is used to lower the assembled chamber sections into
position., At the same time design and location of the four

service columns next to the chamber were finalized. These

columns are located at 90° intervals around the chamber and
contain the Tkl power leads, transistor thermometer cables,

secendary cooling fluid supply and return lines, and the external
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lines for the expansion and sample flush system. In addition the
eight=-bit digital control valve for the expansion systems was

specified and a vendor located (our previous supplier no longer

makes this type of valve).

Tests of the prototype manifolds were completed and

e
R T e 4

production started. This also was a long term task performed

g
— W

primarily by student labor. Work proceeded simultaneously on

parts for both -cooling and expansion systems. ' S

At o Vit
E]
(R

Approximately half of the TEM's for the Romulus chamber were %ﬁ

a5

grouped and prewired into sets ready for assembly as the inner iy
. ;5-1?'}

wall plates and heat sinks were completed.

KL

AP

During the fourth year machine shop work on the nine side

AT ISP

U A

wall heat sink cylinders was completed, and assembly of the inner &

s
£
‘E .

T
Pt

wall plates and TEM sets to the heat sinks started. Construction e
of the cast parts for both the cooling and expansion manifolds %ﬁé
: -‘:'-;-';

was completed., The digital valve for the expansion system was

received and tested. The service columns including both the

secondary cooling and expansion-sample flush systems were Rt

o

completed as far as possible without the chamber actually ‘in

position,

':'»‘ 3
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A discrete element computer model of the heat transfer

v
e, w’:“
e
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within the chamber heat sinks and the proposed secondary cooling

~..,..
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system was devised. The model permitted programming various =
I

oY
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time-temperature profiles for the chamber walls to simulated
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Aysvy 0
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various experimental runs, This permitted a determination of the

{
Ry

heat flow through the heat sink, transfer to the secondary
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' ccoling fluid, and its removal by the proposed two phase %E
refrigeraticon system. These computer simulations were necessary £

to establish the final design parameters for the secondary Eﬁ

cooling system., Initial estimates of compressor size ranged from éé

a minimum of 10 tons corresponding to chamber cooling from room g§

temperature to 0°C in one hour (with zero powef to the TEM's), to g%

a maximum of 100 tons corresponding to full power with immediate %ﬁ

?Q rejection of excess heat. The lower limit was obviously too E:
fi small for practical use and the upper limit was both ' f%
%; prohibitively expensive and inefficient since the heat could not éﬁ
be transferred through tﬁe‘fTuid loop fast enough to utilize the g;

full cooling capabiliﬁies of thaf large a compressor. Studies of ig

a number of different simulated experiments showed that a 20 ton ;%

compressor combined with a 500 gal fluid reservoir provide the ke

best combination. Flexibility was further enhanced if the §§

reservoir could be isdlated from the primary fluid loop, :§

precooled and then cut into the loop after the samplé was in the %g

chamber and the chamber sealed. Once the overall design was X

..
)l \‘s:x s

established, work proceeded on the detailed decsign of the

'
1)
A

-E“' ll
¢ ‘

reservoirs and refrigeration system., (The degree of control

A
LR

flexibility precluded purchasing an off the shelf control system §¢
for the surplus 20 ton compresécr that was_on hard.) Es
Early in the fifth year machiﬁfhg and anodizing of the major _?
chamber components was completed, Assembly of the inner wall gi
&

OLe

plates and TEM sets to the heat sinks was completed fcr both the

-
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top and bottom sections and five of the side wall cylinders. All
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32 ';:.'.:
of the chamber manifolding was ready. The necessary parts had %g%
been installed on the top and bottom sections and three of the %ﬁ

cylinders which also had the inner wall plates. At this point ;

ey

the top and bottom sections and the three completed cylinders o

(S
ot

were assembled in position, constituting a minimum height

,.
R
AR

chamber. This configuration encompassed the entire range of

PRV o
oW
¥

.,‘
Rk
L%

connections and seals associated with a full seven cylinder

3
P2 FIVEY

configuration, but was much easier to work on.

With a minimum chamber in place the secondary cooling fluid ;i
loop could be completed and tested. Initial tests disclosed the 55
usual leaks expected in this size system, but these were easily ;;
sealed., The expansion and sample flush systém was also completed §§
and tested once the pressure transducer and expansion valves were ;i
installed., At this ppint a minor problem occurred in that there {J
initially were a sufficient number of leaks in the system that %;
our normallgas leak detection procedures could not isolate their éi

locations with enough resolution to permit effective repair. The

problem was finally solved by filling the in‘.erior of the chamber

o

73
»

i S 0
I el

and the expansion-sample flush system with water. This procedure

was very effective in locating the leaks and showing their

ey
R
wiaten

relative size. Once the system was sealed the chamber was

v
1]
MR

33a,

drained and connected to a vacuum pump for a period of several

.y

8

."’F'-:

weeks to insure removal of any residual water. Tests of the

(NG
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Ay
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pressure transducer system and expansion system were then

-
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continued,
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Construction of the secondary cooling refrigeration system
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OPTICAL SYSTEMS
Near the end of the first year and the beginning of the
secend year sufficient detail about the mechanical dimensions of

been established to permit detail

oo
Qa

the Rofulus chamber ha

specification of an optical table. The optical system planned at
that time required stable and vibration=free platform.

i

Byperience with the Prcto I chamber indicated a massive tabl

supported by pneumatic legs, The requirement that we reach at

0

least three §ides of the chamber led to a "U" shaped design.
This peemitted the location of the laser, othe?¥ single socurce, or

detector equipment on the base of tpeiuj'while»therarms gx&gg&i

‘around the chamber -tc: redch the windows on each side.
The Romulus chamber has sidéwall sectioms 16 inchés €3Il

Nine séctions have been constructed and up to seven can be used

at ore time. Three of the sections are sguipped with windows to
permit optical access to thc interior of the chamber, and the
design allows these zections to be used in any of the lowest six

positicns. Thus provision has been made to mount optical systems

=l

0]

support system consists of a vibration isolate:

124

g}
Und
t
(a2
0
‘3
(1]
1]
C
pov o}

lowest level and & c¢ritically damped tower mounted o

e other five levels.
Once the conplexity of the engineering required to achieve
£

e~towar combination became apparent

f-=

critical damping for the &b

an experienced outside supplier was sought. Mechanical and
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the tower consists of six vertical columns with horizontal cross

3

gf pieces which can be adjusted vertically in one inch increments, a3y
%g To provide maintenance or repair access to the Romulus Eg%
N [2 %,
EE chamber, a system was developed: to move the assembled table and ::;‘
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' thermostated fluid or gas circulated through the space betyeen

the two panes to provide temperature control. Sapphire windows
were selected for their very high heat conductivity.

Problems associated with the £luid design included choice of-‘
a fluid with acceptable optical and thermal‘properties. It nad
to provide temperature control and at the same time permit
undistorted chamber observation during flow. In addition
limitéti@ng wefé put oﬁ~i§s design by thélcénfiiCQing griteiia 35
that the -hole thrﬁ the hgat sinkfbé\sma;l enoqgh'(l.28“inéh ‘ A

diameter) to retain the thermal integrity of the heat sink, and S
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dt the same time provide as large a viewing ¢ross-section as
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possible (1 inch diamefer). The main £luid flow problems dealt
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. space bétween the panes so the inner pane would -cool uniformly.
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- ~Work continued on:-these problems. uitil a prototype window

»

‘was suE¢e§sfu;ly»tested during the third year., Despite
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sucgessful testing the design proved unsatisfactory. Its
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~sgideréd bras§ construction, which required metalizing the edges

SN
e

of the sapphire windows, was not practical for the 15 tc 18 2,3
windowslplanned. Moreover the use of 15 to 18 closed circulation -
loops cghtaining flammable ethanol constituted a fire hazard. gg
Therefore alternative designs and materials were sought. i

During the fourth year a modified design was developed using e

nested Delrin cylinders with the window facing the inner chamber

volume glued into the outer cylinder., A switch to gas (carbon

dioxide) as the heat transfer medium reduced the sealing
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requirements placed on the fluid circuit and eliminated the fire
hazard. Three new windoes were constructed and tested cn the

Proto II chamber,

I

During the second year the laser doppler drop sizing system

on the Proto I chamber was reviewed, Detailed evaluation of the

multi-step analysis of the signal (required to convolute the

scattering intensity vs. frequency data into number of particles.
vs. particle size) revealed a complex propagation of the initial
signal errors., Particularly confusing was the effect of the
nonlinear nonmonotonic dependence of scattering efficiency on
particle size. Also the actual volume being sampled in Proto I
was significantly smaller than originally estimated due to
restrictions impoged by coherence volume requirements. Finally
the entire technique rested on the assumption of a quiescent
condition in the chamber during the experiment; experience with
the Proto I chamber indicated that this would be a very
restrictive requirement. We therefore investigated uther
techniques for determining the drop size spectrum.

In examining various techniques it became clear that no one
technique could be used for all experiments, and that the size
distribution measurement technique should be tailored to
individual experiments.

During the fourth year the feasibility of using holographic
techniques was examined. While initially promising, detailed
e 'aluation of the resolution achievable at the distances required

by the chambers showed minimum practical resolution in the 10
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micron range which is too large. Also the size of the required

view ports to increase the resolution was not compatible with
existing chamber designs. Finally the cost was prohibitive for a
system with no guarantee of success, ‘

A 90° laser scattering technique was also evaluated., The
intensity of monochromatic light scattered from a drop is a
complex rapidly varying function of drop size. However if the
four strongest lines from an argon ion laser are used
simultaneously and the scattering observed at 90°, the scattered
light from a drop can be described as a linear function of the

drop size (with a superimposed noise component). This noise has
the undesirable effect of initiating an uncertainty in the
determination of the drop radius, as large as + 1 micron. Our
plan is to focus the (f&ur line) beam onto the spot in the
chambcr to be sampled (normally the center). Using a commercial
scanning mirror, we will scan in the x and y directions, and
translate the focus in the z direction. At the same time the
scattered light at 90° would be focused on a slot whose projected
size at the center of the scanned volume would equal the focused
Jzngth of the beam, this would limit the system to light from the
narrowest portion of the beam and define the size of this scanned
volume. Light passing through the slot would be detected by a
photomultiplier tuhe. A single position of the detection slot
will work 'for an entire x-y scan, however as the focus point is
moved in the z direction, movement of the locétion of the slot

will be suitably sychronized. The technique has the advantages

NATER TN

S STV ARLIN VS
B

LY
See AL
»

)
Ly e
2% e

P ua—
. 0
%

I

AN TLAR W)

R,
.
I

TR TN

ag -
A
N




LI T RAAE TR IV O RN STNE TS CRNGIRY NPLRC el Yiv ol Tee R T WU R - PR e T B s s
A e L R A N A e A A R T R R T R A o A R s, e s T e TRy
5 PR St L e e L M N S

4 3

X
N
E' f
-

FR-Ee)
SIS
AP AP RN

39 bk

AR XA

’
o
angm
O

o
H
¥
LM

T

of operating at a distance, using a simple pulse height analysis,
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and operating with slowly moving or quiescent drops. The major
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disadvantage of the technique is the low (single measurement)
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accuracy of the radius (+ 1 micron). However improvement in this
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"error" should result from statistical analyses of multiple
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During the final six months the final decision to utilize
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the four line 90° scattering system as a primary drop size
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spectrum system was made. Once this decision was made the
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detailed design of the mounts for the optical systems were
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final design had been delayed in order to coordinate the various
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systems: drop size spectrum, photographic, transmission and 4°
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Mie scattering. All systems either enter the chamber through the
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same window or use the same window for observation. At present
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SWITCHING POWER SUPPLIES .

Design of the Romulus chamber called for the interior
surface to be divided'into 208 separate control areas, each
cooled by 20 TEM's connected in series., The nominal resistance
of the TEM's is 0.25 OHMS each (5 OHMS total). The maximum
cooling current a thermoelectric module can sustain is 14 amps.
This leads to a requirement for 208 programmable power supplies
capable of + 70 VDC at 14 amps. Or, an output power of 980 watts
per unit plus line loss and overhead. Investigation of external
suppliers revealed the cost of suitable commercial units to be
prohibitive, therefore it was decided to design and build the

special purpose unit in-house.

During the first year an evaluation was made of analog

" &
e

versus switching technology for the basic power supply design. %&
While the analog technology is well known and straight-forward in gé

. o
approach it has an efficiency of only 40% when half powar is ;:
delivered to the load. This meant that the full chamber using g%
100 kw to cool the walls would require approximately 150 kw of $§
waste heat to be rejected by the power supplies. The switching ;;
technology while newer and subject to high frequency noise ?ﬁ
problems has a more uniform efficiency of approximately 85% at éé
all output levels and presents a much smaller waste heat éé
rejection problem. The higher power requirements of the linear EE

supply would have required the installation of an additional R
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building power transformer. This additional transformer would
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not be required with the.switching supply. Also the switching
supply required only half the floor space of the linear supply.
On the basis of projected efficiencies, space requirements,

building power availability, and other related considerations,

the decision was made in favor of the switching technology.

v

N

>
-
.

Development of the power supply design was the initiated. o

)
Vbt

By the first half of the second year various aspects of the o

v !

N VA

power supply design were undergoing breadboard testing. The

Lt

x

eal Al

basic layout of the physical mounting was developed. This

consists of two power supplies built as a single unit. The high

= 2%

power components are mounted on two commercial water cooled heat

sinks connected end to end by their water inlet-outlet lines, E%
The low power components for both bower supplies are mounted on a E%

single printed circuit ‘board. The printed circuit board is

KINSES
P
l.m\:m

attached to the heat sinks by hinged metal stand offs, and the
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entire assembly can be inserted as a unit into the mounting rack.
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As the input voltage requirements were finalized plans for &g

the step down power transforers could be developed. For safety ' iy
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reasons it was decided to break the incoming power into several 2

parallel circuits which could be turned on or off as needed when
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the number of cylinders used for the chamber was varied. This
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approoach suggested the natural division of one transformer for
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each major chamber section. One transformer each for the top and
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bottom sections and one each for the seven sidewall sections. A
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rated power of 35 kVA also placed them in a size range which H?

could be handled and mounted in the available space. Detailed
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requirements for the 3 phase 208 VAC to 90 VAC transformers were

developed and a supplier located to design and build nine

7 V_“
Y R -
AT AR X

transformers. Along with the transformer design, plans were made

. A

to connect a separate entrance panel to the existing building

power transformer to handle the increased load.: %g
As layout of the Proto II chamber developed consideration gﬁi

was also given to its power requirements. Two alternatives were ;%5
. ]

considered., The first was to make the two systems totally %%
independent, however this would mean building 68 more power %ﬁ
supplies and purchasing three more transformers. Also even at %g
this early stage ;t was becoming obvious that available building %ﬁ
space could become critical if care was not exercised. The . :§E
second alternative was to utilize 68 of the power supplies used iﬁ
L

for the Rohulus chamber to power the Proto II chamber. This ﬁﬁ
. L

o)

Ly

approach is feasible since there are a sufficient number of other

Tan <K
4

H
AR R

areas where the two chambers utilize the same equipment that it

I','
x4

is unlikely that both chambers would be run at the same time,
Therefore a switching circuit to permit a single control to
change both the power and control lines of 68 power supplies from
one chamber .to the other was designed during the latter half of
the second year.,

During this period, construction of the power supplies
themselves started and by the end of the second year there were
enough heat sink sections completed for enough the Proto II

chamber, ﬁork was still being pursued on the design and layout

: of the printed circuit board. L
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Design of the printed circuit boards was completed midway Eﬁg
through the third year and prototype boards received from the éiﬁ
R

vendor. The prototype boards were assembled with already E%;
completed heat sink sections and tested for function and Eﬁé
endurance. At this point one ring of side wall heat sink for the E;
Proto II chamber had been complete and one inner wall plate was gg
installed and connected to the prototype power suppiy. A very 'ig
simple control circuit was built which caused the power supply to ;ﬁ
cool the inner wall plate at full power for 10 minutes. Then ig
reverse the polarity and heat the inner wall plate back to 39°C, é%
The polarity was again reversed and the cycle repeated. The %f
system was operated for a total of approximately 6000 cycles with E%%
the only failure being the early burn out of several TEM's at the g%
corners of the plate. This was traced to insufficient clamping ;:

'
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*

force on the TEM's in these areas and additional studs were added
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to the plate and heat sink design. The low end of the
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temperature cycle was approximately -10°C, After successful
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testing of the prototype several minor modifications were made
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and the remainder of the boards ordered. During this same period
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the power transformers were received and the cabinet designed to

n
Ty}

TR

house them., The same cabinet was also designed to house the 18
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three phase water cooled rectifier assemblies to convert the

-

incoming AC power to the + 90 VDC required as input for the

- -

»”

b

switching power supplies. The cabinet also contained the 18 gﬁ
o

large air cooled filter inductors used to prevent the high i%
frequency noise generated by the switching power supplies from ﬁ%
. L%
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feeding into the AC power network. Once the rectifiers and o
iy
inductors had been constructed the entire system was mounted in o
WO
. . . . Ao
the enclosed steel cabinet. When the university physical plant B
' Yo
R
personnel completed work on the power entrance panel, and the S
R
lines to the transformers installed, the system was successfully @w
e
tested. 52
i
' ot
At the same time the transformers were being installed work 3§
. . . g i
K was proceeding on the cabinets and mounts for the power supplies, et
17 X
2 . . Pl
= A number of heavy duty aluminum electronics racks had been i
3 .'.. '5:-;5
i obtained through surplus and five of these were stripped and s

'§ 31
H %+

modified to house the switching power suppli:s. They were chosen pe
because of the high power densities involved and to help suppress gg;
EMI. Modification included mounting a grid of aluminum guides so -§%
that the individual units could be slid in ahd out from the front ;&
. of the cabinet. Adaptors were provided to connect to both the éﬁ
f conduit containing the power cables coming from the transformers a%
;?‘ and the wireways going to the chambers. Copper buss bars were g;
1% installed to distribute the incoming power and holes were cut in %é
% the back plate for the supply and return lines to the water g?
cooled heat sinks. After modification the cabinets were set in %;
place, and the conduit, wireways, and cooling system installed. éﬁ
The switch circuitry to control the 68 common power supplies éﬁ
o (used for both the Proto II chamber and the Romulus chamber) was ;;
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completed and mounted on the side of one of the power supply
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cabinets., Control leads to the Proto II analog controller
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cabinet vere laid in and power cables run to the Proto II
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chamber.

During the fourth year power cables were run to the Romulus
chamber., Construction of forty of the power supplies was
combleted and an additional forty printed circuit boards were
assembled,

As the fifth year began the Proto II chamber was turned on
and the first twenty of the double power supply units were placed
in operation. Initial chamber tests revealed control
instabilities which had to be corrected. Those problems traced

to the power supplies were corrected on all available units in

R

addition to those actually in use. By the end of the fifth year

A
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49 of the 120 units had been completely assembled and given final

T T
3

S e

testing. Both the heat sink and printed circuit boards for all
120 units are complete and .the units aré being joined and given
final testing as they are needed.

After solution of the initial set of problems, operation of

the power supplies with the Proto II chamber has been extremely
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CONTROL AND DATA ACQUISITION COMPUTER . %ﬁ:

In the first year, in order to help determine the n
feasibility of using direct digital control for the Romulus Lo
chamber, an Electrical Engineering Master's candidate completed %?v

the design and simulation of a digital control algorithm suitable

for the wall temperature control. The study showed the approach fé‘
as feasible and provided parameters for a proportional controller
with both integrator and derivative contributions.

By the third year the requirements placed on the system were
sufficiently defined that the overall architecture for the
computer system could be designed. The resulting design called
for one host computer, for overall control and temperature data
acquisition, with four slave computers to provide detail control
and monitoring of the individual power supplies. A data link
w1ll provide communication between the NOVA 840 Master Computer

and the host computer with the 840 maintaining overall system

control. The design having been completed, the hardware could be

specified and purchased. Once the items for a minimum system A

wvere received, the testing qf the individual components was ;;
-

initiated. At approximately the same time the physical location %g

of the computer hardware was finalized and the various cabling §§

requirements specified.
By the fourth year the individual hardware components had

been tested and wvere being assembled into an integrated system.,

In addition the basic operating system and the graphics software for
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N

informational display were tested. Hardware development was ES§
fony Ly

" 2

started with the design and breadboarding of the interface SN
Pt

between the slave computers and the power supplies. -ﬁﬁ
-':\N-:.

bDuring the fifth year the host computer and its immediate ﬁﬁ

LN

peripherals were installed in their final location and brought up et
to operational status. The software to interface between the N
it

host computer and the four slave computers was developed by a o
=

computer science master's candidate as a library of subroutines 0
. ~ 0
which can be called from Fortran or assembly language. The &N
subroutines were tested using one of the slave computers i
. it

connected directly to the host computer. Development of the Fﬂ?
T

slave computer-power supply, interfaces with the D/A section and frus
)

construction and testing of one of the four required boards was
completed. The main printed circuit Soards for the ipterfaces e
were designed and etched, and the DC-DC power converters for the
slave computer were designed and the prototype successfully
tested.,

In the last six months the printed circuit boards for the
slave computer power supplies were taped and etched and two of
the four boards completed. The first of the four main slave
computer-power supply interface boards was completed and tested.
Basic communications software for the host-slave-power supply
All remaining parts, materials and

links were completed.

equipment required to bring the system to full operation were

ordered.,
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TRANSISTOR THERMOMETERS
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At the beginning of the contract period the matter of the

- RS HEK
o EL]
LY

1 4

_temperature measurement was rsgarded as settled. The transistor

%
[ %)

?J
1

thermometer then being used with the Proto- I chamber, as well as

H
T
TR

4
e

elsewhere in the Center, had been developed by Center persocnnel

TRV
& '}L‘
0 &

EF]
e R

over a period of years and tests showed them to be acceptable in-

s
;Ji'l.

terms of stability, accuracy, and resolution. In addition they

e
L
ey

Iy acy ooy
r
SIS FA )

were cost effective, and computer and control compatible.

T,
£ 4

b
*

As work progressed. on the Proto II chamber during the second
year, the first set of transistors;fgé nev theérmometer sensors

was received, A series of tests were started tc search for a

\

potting compound which could be used to encapsulate the sensors -

‘without effecting their stability or other cbaracteristic§; ) -

Unfortunately, as the search prcceeded, the test results

-"Vl<¢ el
Vo R ST
2elE

clyetyd

indicated that the sensors did not appear to be stable in any of ;:
the materials tested. 7 s

At this time sevéral of the new sensors were used in the E%
temperature control system developed for our fast expansion ?%

chamber. When we tried to calibrate these sensors it was found

that their calibration changed radically from day-to-day. After
all other possible sources of drift had been eliminated the new
sensors were replaced with some of the old style sensors, still
on hand from Proto I. This cured the problem completely, ané

caused us to suspect the new sensors as the source of the other

drift problems. A series of long term stability tests were
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iﬂitig;ed and the manufacturer contacted for additional

-manufacturing data.

L EML

It did not take very long for the stability tests to show
that the new transistors in their current configuration did not
ﬁa#éutﬁé required long term (or fof that matter short term)
stability . Discussions with the manufacturers were quite
frustrating since they were extremely reluctant to discuss
spécific manufacturing processes with outsiders. It was finally
determined that the die used for the original Proto I transistor
ﬁad been changed and the surface was no longer being given a
protective die>tbating prior to -encapsulation. The removal of
the coating permitted the migration of fbw level concéntraﬁioﬁ§>
of impurities on the surface and, while they caused minimal
effects on operating characteristics for normal commercial.
applications, the resulting changes in characteristics made them
unusable as thermometer sensors. | '

Once the problem was isolated and defined a search for a new
thermometer sensor and mounting configuration was started. The
search was extremely time consuming due to the duration of the
tests required to measure stability. Finally, later in the third
year, a suitable transistor was located and a vendor found who
would package the trangistor in a hermetically sealed can. This
effectively solved the impurity problem and provided a low
thermal resistance mounting configuration. %Work on assembling

the sensors, attaching the electrical cable and mounting them in

the small brass bodies continued into the fourth year.
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Many of the noise suppression and control stability problems [
encountered and solved during the start-up of the Proto II e

chamber also provided solutions to the same problems which would g

v

have occurred with the Romulus chamber had they not been dealt e

1 E

with before-hand. Also during the fifth year cables from the

.l"
LN

XA

’l.‘;
-
e
ALy

>

*r

electronics rack to the Romulus chamber for the 384 sensors

r
A

N,
€

i

Lelat

AR N

»

s

(associated with the nine cylinders and the top and bottom

«
A

sections) were laid in and plugs attached to both ends. Also the
buss structure to interconnect the thermometer electronics output L
with the computer A/D controller was designed and integrated with Zﬁg
the computer data format.

To date the printed circuit boards for the thermometry

electronics have been ordered and the remainder of the A/D

interface is being laid out in detail. All circuits have been
electrically designed and all required parts and materials

ordered,
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SUMMARY

The Proto II chamber is currently operational and is being
used in the 24 inch high configuration. The side wall ring for
the second section has been assembled and is ready for
installation. The response of the Proto II chamber to all tests
so far performed has met or exceeded the design expectations.

While considerable time and effort were spent on development
and construction of the Proto II chamber in most instances the
same effort would have been required for the Romulus chamber. In
most cases the application of the solutions developed for use
with the Proto II chamber to the Romulus chamber have required
few if any modifications beyond dimensional adjustments.,

Romulus ié to be operational in late Spring 1985. All major
machine shop work is now complete; all mechanical parts are
on-hand, and a three cylinder chamber has been assembled. Aall
required parts and materials are either on-hand or due to be
delivered shortly. We are now engaged in final development and
construction of the control and data acquisition system and the
transistor thermometers.

The scientific program, originally planned for the Proto I

chamber, is now being pursued with Proto II.
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REPQRT OF INVENTIONS AND SUBCOMTRACTS

(Pursuvant to *"Potent Raphis' Contract Clouse)

s
Fotm Appraverd

Budgel Dureau No, 22-R1GO

1

This {orm may be used for INTERIM and FINAL reports, and
when waed shall be completed and forwarded to the Contracting,
Officer in tniplicate.

An INTTRIM repart shall be submitted at least every twelve
months, commencing with the date of the contract, and should
inclurle only those inventions and subcontracts lor which com.
plete information has not previously been reported.

INSTRUCTIONS TO CONTRACTOR

A FINAL report shall be subinatted #5 seon ns practicable
aftee the work under the contiact is complete and shall in
clude (a) a summary of all inventions requued by the contract
to be reported, including ail inventions previously rcported
and any inventions since the last IHTERIA reports and (b)
any required information [ot subcontracts which has not pre-
viously been reported,

PR R TN Y AT I

1. NAME AND AODDRESS OF CONTRACTOR (Include ZIP Codo)

2, CONTRACT NUMBER

University of Missouri-Rolla, Graduate Center for Cloud
Physics Research, Rolla, MO 65401~0249

AFOSR F49620-80-C-0090

). YYPE OF RCPORT (check one)

Do, minay

Ja. inTERIM

SECTION 1 - INYENTIONS (''Subject Inventions'® recuired to be reported by the **Palent Rights'’ clouse)

4, INVENTION DATA (check one)
(s, THERE WERE NO INVENTIONS WMICH REASONABLY APPEAR TO BE PATENTABLE

b, LISTED DELOW ARE INVENTIONS WHICH AF ASONABGLY ADPDEALASD TO NE PATENTABLE. ¢HY INVENTIOV DISCLOSURES wWHICH
MAVE NOT DEEH PREVIOUSLY SUDMITTED TO THE CONTRACTING OFFICEN ARE ATTACHMED TO TKRIS REPORT.
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PPLICATION OR WILL FILE BEEN FORWARD. §
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NAME OF INVENTOR U.S. PATENT

NMTRAC-
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TING OFFICER §
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. DATYE CLAUSE DATE
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Period ending
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